In situ UV monitoring of wastewater: a response to sample aging.
The phenomenon of wastewater sample aging is supposed to be treated with a low temperature autosampler. This work presents two examples of treated wastewater, the quality of which varies with the time of conservation. This evolution may pose some problems with respect to regulation compliance or process control. After the explanation of the mechanisms involved in sample aging, some recommendations are proposed in order to improve the UV off-line measurement of TSS and COD of treated wastewater.